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INTRODUCTION 


This  report  describes  a  data  acquisition  system  developed  to  obtain 
electrocardiogram  (ECG),  pulse  waveform,  core  and  skin  temperature  measurements, 
as  well  as  ambient  climactic  conditions.  These  data  are  typical  of  those  collected  during 
heat-strain  studies  in  climatic  chambers  in  USARIEM.  Since  acceptable  commercial 
systems  are  not  available,  this  system  was  custom-built  to  acquire  data  using  National 
Instruments  hardware  components  and  LabVIEW  7.0  Express  Developmental  Software. 

General  requirements  for  this  system  are  that  it  be  highly  accurate,  precise,  and 
expandable  for  future  studies.  The  system  also  needs  to  function  within  the 
environmental  temperatures  of  the  protocol. 

Data  collection  for  this  system  is  achieved  by  sampling  analog  and  digital  signals 
at  regular  intervals  from  thermocouples,  thermistors,  outboard  data  collection  devices, 
user  input  controls,  and  modifying  them  within  the  custom  software  to  obtain  real-time 
measurements. 

The  software  Graphical  User  Interface  (GUI)  is  designed  to  be  user-friendly,  with 
minimal  user  input  configurations  to  manage.  The  interface  is  also  designed  to  provide 
both  a  graphical  history  of  data,  as  well  as  a  numerical  history  in  tabular  form. 

Finally,  data  are  secured  by  opening  the  destination  file,  appending  data  to  this 
file,  and  closing  this  file  each  time  data  are  collected.  This  method  ensures  that  data 
are  not  lost  during  power  failure  or  if  the  LabVIEW  software  is  corrupted. 
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MATERIALS 


-  (1)  Nl  LabVIEW  7.0  Express  Developmental  Software  Package 

-  (1)  Nl  SCXI-1000  4-slot  chassis 

-  (1)  Nl  SCXI-1 102  analog  input  module 

-  (1)  Nl  SCXI-1 102c  analog  input  module 

-  (2)  Nl  SCXI-1 300  32-channel  terminal  blocks 

-  (1)  Nl  68-POS  series  D-type  cable  assembly  (type  SHC68-68EP  1m.) 

-  (1)  Nl  68-POS  cable  adaptor  for  SCXI-1000  chassis 

-  (1)  Nl  DAQ  card-6036E  multifunction  PCI  data  acquisition  card 

-  (1)  Desktop  computer  with  1  unused  PCI  port 

-  (1)  Fluke  27  Digital  Multimeter 

-  (1)  HP  34902A  16-Channel  Reed  Multiplexer 

-  (1)  Agilent  82357A  USB/GPIB  interface 

-  (1)  Agilent  34970A  Data  Acquisition/Switch  Unit 

-  (1)  Philips  Viridia  UHF  Telemetry  System 

-  (1)  Nellcor  Pulse-Oximeter 

-  (1)  Ohmeda  Finapress  Finger  Blood  Pressure  Monitor 

-  (1)  Generic  25-pin  4-port  switch  box 


METHODS 


MEASUREMENTS 

The  system  is  developed  to  measure  signals  from  thermocouples,  thermistors, 
and  data  collection  devices  using  National  Instrument’s  hardware.  The  data  are  then 
processed,  manipulated,  displayed  using  National  Instrument’s  LabVIEW  data 
acquisition  software. 

USER  INTERFACE  DESIGN 

The  GUI  is  designed  to  meet  all  of  the  needs  of  the  investigator  and  display  data 
(both  numerically  and  graphically)  in  an  intuitive  manner  (Figure  1).  It  is  also  designed 
to  provide  the  investigator  with  hands-free  data  management  while  remaining 
aesthetically  pleasing. 

A  log  of  collected  data  (in  tabular  format)  is  visible,  displaying  the  last  eight 
samples  acquired.  Previously  collected  data  is  still  accessible  by  scrolling  downward. 
The  table  is  modified  so  that  the  top-most  row  of  data  is  the  most  current;  incoming  data 
will  append  to  this  table.  The  table  displays  the  current  core,  skin,  calculated  mean 
weighted  skin,  ambient  and  dew  point  temperatures. 


PROGRAMMING  DESIGN 

In  order  to  keep  data  flowing  smoothly  and  allow  LabVIEW  programmers  to 
update/conceptualize  the  code  without  difficulty,  the  program  is  designed  in  a 
systematic  and  concise  manner  consistent  with  standards  for  programming  in  a  data 
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flow  language.  Three  different  sampling  rates  for  data  acquisition  were  required, 
therefore  three  “while  loops”  were  written  to  allow  scanning  at  each  of  three  intervals. 
Skin,  core,  ambient,  and  dew  point  temperatures  need  to  be  measured  at  60  second 
intervals,  ECG  needs  to  be  measured  at  1000  samples/second,  and  waveforms  from 
the  Finapress  finger  blood  pressure  monitor  and  Nellcor  pulse  oxymeter  need  to  be 
measured  at  100  samples/second.  The  main  portions  of  the  program  are  built  within 
these  “while  loops”  and,  once  initiated,  will  run  continuously  until  the  user  clicks  the  stop 
button,  which  is  a  “stop  if  true”  Boolean.  Upon  activating  this  button,  the  activity  within 
the  loop  will  cease,  and  data  will  stop  being  collected.  The  program  collects  data, 
manipulates  them  as  desired,  and  writes  to  disk  within  this  main  loop.  Outside  the  loop 
is  a  VI  (Figures  2,  6,  7,  and  8)  that  opens  a  file,  obtains  an  initial  time  and  date  stamp, 
acquires  a  file  name  according  to  the  users  text  input  string  entry  entitled  filename, 
writes  a  series  of  predetermined  “headers”  for  each  spreadsheet  column,  and  then 
passes  this  information  into  the  loop  that  writes  these  data  to  the  beginning  of  the 
spreadsheet.  Data  collected  from  this  point  on  append  to  the  end  of  each  row  to 
eliminate  the  potential  for  overwriting  data. 

Several  actions  occur  simultaneously  within  the  main  loop  of  the  program.  To 
collect  data  from  each  channel,  an  “Al  one  pt”  VI  initializes  the  hardware,  configures  it 
for  measurement,  measures  the  voltage,  passes  voltage  waveform  data  out,  and  clears 
the  data  from  each  channel  for  future  measurements,  in  that  order  (Figure  3).  The  “Y” 
value  (voltage)  is  then  pulled  off  the  waveform  and  passed  on  for  collection  or  further 
processing  (Figure  4).  Simultaneously,  the  Agilent  34970A  Data  Acquisition/Switch  Unit 
measures  resistance  from  the  rectal  thermistor  and  passes  data  to  LabVIEW  via  a  RS- 
232  communications  port. 

The  data  table  displayed  on  the  front  panel  is  generated  by  pulling  off  the  array  of 
data  destined  for  the  “Write  to  Spreadsheet”  VI  and  converting  the  array  of  numbers  to 
an  array  of  strings  wired  to  a  pre-formatted  table.  The  array  is  arranged  so  that  the  top¬ 
most  row  displays  the  last  measurement  collected. 

Each  group  of  samples  has  an  associated  timestamp  to  indicate  the  exact  hour, 
minute,  second,  and  millisecond  that  the  data  were  acquired.  Timestamps  are  handled 
by  acquiring  hours,  minutes,  seconds,  and  milliseconds  from  the  CPU  clock  time  and 
writing  them  in  separate  columns  of  a  spreadsheet.  A  running  time  is  also  acquired  by 
taking  the  absolute  value  of  a  “Get  Date/Time  In  Seconds”  VI  and  subtracting  the  time 
acquired  at  zero  start  time  (Figure  5). 

The  GUI  was  designed  to  display  real-time  data  in  the  form  of  numerical 
indicators,  2D  graphs,  and  historical  table  format.  Electrocardiogram,  Nellcor  pulse 
waves,  and  Finapress  pulse  waves  are  displayed  in  real-time,  identical  to  the  source 
which  generated  the  signal.  In  addition,  Nellcor  oxygen  saturation  and  Finapress  pulse 
rate  are  displayed  in  numerical  format. 

All  temperature-related  data  collected  are  displayed  on  the  front  panel  in  table 
format  with  the  last  eight  samples  collected  in  continuous  view.  The  table  contains 
vertical  and  horizontal  scrollbars  to  view  the  entire  data  set  collected.  The  spreadsheet 
column  titles  are  listed  in  the  Table  1.  ECG,  Nellcor  pulse  wave  and  rate,  and 
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Finapress  pulse  wave  and  oxygen  saturation  raw  values  are  not  displayed  in  the  table, 
due  to  their  high  sample  rates. 

PHYSICAL  CONNECTIONS/WIRING 

This  system  was  developed  to  perform  in  chambers  236a  (for  pre  and  post  test 
measurement  phase)  and  236c  (for  dehydration  phase).  The  data  needed  to  be 
collected  with  minimal  loss  during  transition  to  each  chamber,  therefore  the  LabVIEW 
data  acquisition  system  was  hosted  by  one  PC  with  signals  fed  in  from  both  chamber 
simultaneously,  selectable  by  a  generic  25-pin  4-port  rotary  switch  box.  Voltages  were 
collected  on  one  SCXI-1102  and  one  SCXI-1102c  analog  input  modules  using  the 
SCXI-1300  terminal  blocks.  The  SCXI-1102c  is  dedicated  for  high  frequency 
measurements  and  is  set  up  to  measure  ECG  voltage,  Finapress  pulse  waveform  and 
pulse  rate,  and  Nellcor  pulse  waveform  and  oximetry.  The  SCXI-1102  is  dedicated  to 
high  resolution/lower  frequency  measures  including  air,  dew  point,  and  skin 
thermocouple  measurements.  Resistances  were  measured  on  the  Agilent  34970A  Data 
Acquisition/Switch  Unit.  Table  2  (Terminal  Block  Wiring  Scheme)  shows  the  order  of 
wiring  on  each  of  the  two  terminal  blocks.  See  first  diagram  for  complete  schematic  of 
instruments,  connections,  wiring,  and  data  flow. 

DATA  SECURITY/VALIDATION 

Several  measures  have  been  taken,  in  the  design  of  this  system,  to  ensure  the 
integrity  of  the  data.  The  system  is  designed  to  acquire  samples  at  three  different 
sampling  intervals,  with  the  user-option  to  monitor  (without  recording)  or  record/write 
data  in  ASCII  format  to  disk  (C:\unique_filename.txt)  immediately  after  acquiring  the 
sample.  Thus,  if  the  system/equipment  were  to  fail  during  a  test,  data  will  still  be 
recoverable  up  to  the  failure  point,  given  the  data  file  has  not  been  corrupted.  In 
addition,  the  system  will  time-stamp  each  sample  (HH:MM:SS:MS).  Additionally,  the 
subject  ID  number  will  also  be  able  to  be  entered  by  the  user  to  assist  in  identifying  test 
results  when  analyzing  data  at  a  later  point. 
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FIGURES/TABLES 
Figure  1.  Graphical  User  Interface 
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Figure  5.  Date_time.vi 


Figure  7.  ECG_Header.vi 


Table  1.  Spreadsheet  Labeling  Scheme. 
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Table  2.  Terminal  Block  Wiring  Scheme. 
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COMPONENT  SPECIFICATIONS 


SCXI-1000 

Electrical 


SCXI-1000/ 

1  OtMJ  1X72060 

M  \l-IIMll 

V+ 

Tak-raitt?  li mils  include 

■rW.5  to  +25  V 

-1SL5  us  -25  V 

plates 

Ki  ppte  ijirafc>to-peak > 

Max  load 

l  .5  V 

6SO  diA 

1 .5  V 

2.04  A 

V-~ 

Tote  i:uk.  limits  include 

-18.5  to  -25  V 

-m3  to  -25  V 

Kippl.e  i!jiie'flk-tiO''pa»k1( 

Max  load 

.  1,5  V 

680  mA 

1.5  V 

.  2.04  A 

+5V 

Ibleiancer  liiniis  include 
pesifc* 

Ri  pplc  ipeak-to-pzakjl 

Max  load 

+4.7510+5.25  V 

50  mV 

250  in  A 

4-4.75  id  +5.25  V 

SO  mV 

600  inA 

Maximum  loads  are  the  supply  current  for  the  entire  chassis.  Scaling  the 
maximum  power  gives  the  allotted  current  per  slot,  as  follows: 


m:"V  1-1000/ 

Supplies 

S€  XI-  lull  1 

V+ 

1 W  niA 

1 70  in  A 

v . 

ITOinA 

1 70  m  A 

+5  V 

50  inA 

1 70  m  A 

Source  Power  Requirements 


Lint-  Voltage, 
47-05  m 

Max  AC  Current  j 

SC  XI-l'MHI 

NCX1-IO0  1 

SC  X 1-20110 

0.6  A 

1.25  A 

pj $  4' 

0.5  A 

1.25  A 

0.5  A 

mmmm 

0.25  A 

0.75  A 

025  A 

220  w:.i  im  : 

G.25  A 

075  A 

0.25  A 

SCXI-1000DC 

Input  voltage . 12  VDC  nominal 

(9.5  to  16.0  VDC) 

Max  DC  operating  current 

at  9.5  VDC . 5.5  A 


Physical 


Weight 

SCXI-1000 . 

SCXI-1000DC 

SCXI-1001 . 

SCXI-2000 . 


3.9  kg  (8  lb  10  oz) 
.3.3  kg  (7  lb  5  oz) 

6.8  kg  (14  lb  14  oz) 

3.8  kg  (8  lb  8  oz) 


Refer  to  the  following  figures  for  the  physical  dimensions  of  the  4-slot 
chassis  (SCXI-1000,  SCXI-1000DC,  and  SCXI-2000)  and  the  12-slot 
chassis  (SCXI-1001). 

Environment 

Operating  temperature . 0°  -  50°C 

Storage  temperature . -20°  -  70  °C 

Relative  humidity . 5%  -  90%  non-condensing 
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SCXI-1 102 


Input  Characteristics 

Number  of  channels . 

Input  signal  ranges  . 

+  10  V  (gain  =  1) 

Max  working  voltage  (signal  +  common  mode) 
within  +10  V 

Input  damage  level . 

Inputs  protected . 

Transfer  Characteristics 

Nonlinearity . 

Offset  error 
Gain  =  1 

After  calibration . 

Before  calibration . 

Gain  =  100 

After  calibration . 

Before  calibration . 

Gain  error  (relative  to  calibration  reference) 

Gain  =  1 

After  calibration . 

Before  calibration . 

Gain  =  100 

After  calibration . 

Before  calibration . 

Amplifier  Characteristics 

Input  impedance 

Normal  powered  on . 

Powered  off . 

Overload . 

Input  bias  current . 

Input  offset  current . 

CMRR 

50  to  60  Hz,  either  gain . 

0  Hz,  gain  1  . 

0  Hz,  gain  100 . 

Output  range . 

Output  impedance . 

Dynamic  Characteristics 

Bandwidth . 

Scan  interval  (per  channel,  any  gain) 

0.012% . 


32  differential 

.  +100  mV  (gain  =  100)  or 
..Each  input  should  remain 
+42  V 

CH<0.31>,  CJSENSOR 


0.005%  FSR 


1 50  pV  max 
600  pV 

1 5  pV  max 
100  pV 


0.015%  of  reading  max 
0.04%  of  reading 

0.017%  of  reading  max 
0.1  %  of  reading 


.  >  1  GQ 
10  kQ 
10  k  Q 
+0.5  nA 
.  +1.0  nA 

110  dB 
75  dB  min 
100  dB  min 
+10  V 
91  Q 


3  ps 
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0.0061  %2 . 10  )j.s 

System  noise  (related  to  input) . 

Gain  =  1 . 50  pVrms 

Gain  =  100 . 5  pVrms 

Filters 

Cutoff  frequency  (-3  dB) . 

NMR  (60  Hz) . 

Step  response  (either  gain) 

To  0.1% . 

To  0.01% . 10  s 

Stability 

Recommended  warm-up  time 
Offset  temperature  coefficient 

Gain  =  1 . 

Gain  =  100 . 

Gain  temperature  coefficient . 

Physical 


Dimensions . 3.0  by  17.2  by  20.3  cm  (1.2 

by  6.8  by  8.0  in.) 

I/O  connector . 50-pin  male  ribbon  cable 

rear  connector 


96-pin  male  DIN  C  front  connector 

Environmental 


20  min. 

20  pV/°C 
1  |iV/°C 
10  ppm/°C 


1  Hz 
40  dB 


Operating  temperature 
Storage  temperature  ... 
Relative  humidity . 


0°  -  50°C 
.  -55°  -  150°C 
5%  -  90%  non-condensing 
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SCXI-1300 


Electrical 


(Cold-Junction  Sensor  on  the  SCXI-1300) 


Sensor  type . Integrated  circuit  (LM35CAZ) 

Accuracyl  . ±1 ,3°C  from  0°  -  50  °C 

Repeatability . ±  0.5°C 

Output . 0  -  0.5  V  from  0°  -  50  °C  (10 

mV/°C) 


Environmental 


Operating  temperature . 0°  -  50°C 

Storage  temperature . -20°  -  70°C 

Relative  humidity . 10%  -  90% 

Indoor  use  only 
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STANDARD  OPERATING  PROCEDURE  FOR  PHYSIOLOGICAL 
DATA  ACQUISITION  SYSTEM  (SCXI) 


1 .  Turn  on  UPS  power  switch. 

2.  Turn  on  SCXI  chassis  power  switch. 

3.  Turn  on  Agilent  34970A  power  switch 

4.  Turn  on  monitor. 

5.  Disable  all  McAfee  scans.  Right  click  on  the  McAfee  icon  on  the  lower  MS  toolbar. 
Move  over  “quick  enable,”  and  click  on  all  items  with  a  check  mark  to  the  left  of  it. 
Ensure  that  no  items  have  a  check  mark  next  to  it. 


6.  Disable  all  screen  savers  and  power  managers. 

7.  Launch  H03-1 1  .vi  application  from  desktop  shortcut,  located  on  Desktop. 

8.  Maximize  window. 

9.  Enter  unique  filename  and  specify  path  name  (to  be  saved). 

10.  Enter  two-digit  subject  number  (e.g.,  01, 02,  13). 

1 1 .  Press  “run”  button  (located  on  navigation  bar)  when  ready  to  monitor  data.  (Note: 
data  are  being  monitored  but  not  recorded.  The  “record”  button  must  be  pressed  to 
acquire  data.) 


t>'  am  AI_single.vi  Diagram 


12.  Allow  enough  time  for  the  channels  to  initialize,  noted  by  data  being  collected  in  the 
spreadsheet  columns. 

1 3.  Press  all  three  “record”  buttons  to  record  data  to  spreadsheet. 

14.  Press  “stop”  button  to  end  both  monitoring  and  recording. 

15.  Find  file  C:\your_unique_filename.txt  and  copy  to  Zip  disk  or  CD-R. 

16.  Close  program  and  shutdown  computer. 
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